[Study of toxicity of denture prosthetic appliance prothyl hot on the Jurkat cell model system].
The aim of our study was the investigation of toxicity of denture prosthetic appliance Prothyl Hot on the model system of Jurkat cell culture. As a result of our study it was revealed that denture prosthetic appliance Prothyl Hot: - hadn't manifested toxic effects the viability Jurkat cells (that reviled by stability of activity of mitochondrial dehydrogenises and mean of mitochondrial membrane potential; - didn't influence on the balance of pro-and antyinflammatory cytokines, expressed by Jurkat cells; - induces intensification of oxidative metabolism in Jurkat cells, which may be considered as compensatory reaction developing in the cells.